[Analysis and optimization of major parameters of air sterilizers].
The investigation of the process proceeding in the chamber of an air sterilizer has shown that its design and testing should be performed with the loaded chamber. Petri dishes are advisable to be used as a loading simulator. Thermophysic parameters of sterilizers may be improved through the use of a blower with the blade angle of 40 degrees and the rate of 2400 revs/min.